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A new percutaneous transluminal coronary angioscopic 
catheter has been developed for visualization of the coro- 
nary artery. A specially made balloon, fixed at the catheter 
tip, and an angulation mechanism made a precise coaxial 
alignment possible in the coronary lumen. This angioscopic 
catheter, 1.22 mm in outer diameter, has four channels, 
one for irrigation in which a 0.36 mm (0.014 in.) angio- 
plasty guide wire can be used. 
With the use of this angioscope, coronary lumens in 8 
dogs, thrombi that were produced with copper coils in the 
left anterior descending coronary artery in 11 dogs, athero- 
sclerotic coronary arteries in 20 patients during cardiac 
catheterization and the sequence of transluminal coronary 
angioplasty in 1 patient were observed. The angioscopic 
catheter was introduced into the coronary artery by an SF 
guide catheter. The steerable guide wire enabled the angio- 
scopic catheter to be accurately and safely inserted into the 
Direct visualization of the coronary artery has been made 
possible with the development of a thin flexible angioscope 
(l-3). It is likely that a coronary angioscope would be helpful 
in correlating anatomic and pathologic features that are not 
detected by coronary arteriography with the physiologic 
consequences of coronary artery disease (4,5). Likewise, it 
could be successfully combined with a therapeutic proce- 
dure, such as laser angioplasty, coronary angioplasty or 
thrombolytic therapy. However, there are still limitations in 
employing the conventional angioscope during cardiac cath- 
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target lesion in all cases. The inflated balloon and angula- 
tion mechanism allowed a curved coronary lumen and 
atheroma to be seen with a limited volume of irrigation 
fluid. 
Visualization was good (complete visualization of the 
inner lumen) in 46% (10 of 22 lesions), moderate (visual- 
ization of SO% of the inner lumen) in 36% (8 of 22 lesions) 
and poor (visualization of <50% of the inner lumen) in 
18% (4 of 22 lesions) in humans. There were no major 
complications. 
These preliminary experiences in closed chest cardiac 
catheterization in dogs and in humans indicate the feasibil- 
ity of this angioscope. The information yielded by angio- 
scopy may be clinically useful in the study of the pathophys- 
iologic changes in coronary disease that are not detected by 
coronary arteriography. 
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eterization. Coaxial alignment of the angioscope within a 
given luminal segment of the coronary artery or temporary 
complete replacement of blood by a translucent medium 
involves many problems. It has also been difficult for the 
angioscope to reach the target lesion accurately because of 
the lack of a guiding system. Therefore, we have developed 
a new angioscope to minimize these problems. This report 
describes our initial study using a newly developed percuta- 
neous coronary angioscope in dogs and humans. 
Methods 
The angioscope. The angioscopic catheter (Mitsubishi 
Cable Industries, Ltd.) is 1.55 mm in outer diameter and 1.2 
mm in length. This distal end (10 cm) is tapered to decrease 
its outer diameter (1.22 mm). The angioscopic catheter is 
made of polyvinyl chloride or polyethylene, the same mate- 
rial used in conventional angiographic catheters, and has 
four circular channels. One channel (0.5 mm in diameter) is 
for irrigation, through which a 0.36 mm (0.014 in.) percuta- 
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Figure 1. Distal end of the new angioscopic catheter. The balloon is 
inflated and a guide wire passes through the angioscope and emerges 
from its tip. 
neous transluminal coronary angioplasty guide wire can be 
used (Fig. l), one (0.3 mm) is for balloon inflation, one (0.3 
mm) is for angulation of the distal tip and one is for the image 
and light guide fibers. The essential function of visualization 
of the angioscope is built in a 0.5 mm diameter channel. The 
flow rate of irrigation is 0.6 ml/s. 
A specially made inflatable polyurethane balloon is fixed 
at the tip of the angioscopic catheter (Fig. 1). The balloon 
was attached as close as possible to the distal end of the 
angioscopic catheter and the length of the balloon was 
shortened to obtain good coaxial alignment. The inflated 
balloon diameter ranges from 2.5 to 5.0 mm. The image guide 
(0.26 mm in diameter), consisting of 2,000 pixels made of 
doped silica glass, is flexible and compact. The permissible 
bending radius of this image guide is 8 mm in diameter. The 
visual angle is about 55”. The light guide consists of a bundle 
of multicomponent glass fibers set around the image guide. 
To indicate the location of the tip of the angioscopic catheter 
under X-ray monitoring, gold rings that are set at the 
proximal and distal sides of the balloon are used. These rings 
also are used to clamp the balloon to the angioscopic 
catheter. 
The new angioscopic system consists of a CCD color 
camera, a xenon lamp light source, a cathode ray tube 
display, a video documentation system and an image proces- 
sor. The color quality of the presentation is automatically 
controlled, but the intensity is manually controlled. This 
equipment is a modified version of the commercially avail- 
able FCA-8000 (Fukuda Denshi Co., Ltd.). 
Animal experiments. Nineteen mongrel dogs weighing 10 
to 15 kg anesthetized with sodium pentobarbital (35 mglkg 
body weight) were endotracheally intubated and ventilated 
with a ventilator (Harvard model SN-480-3). A right carotid 
artery exposure was made and a 9F guide catheter (thin wall 
Lehman catheter) was inserted into the left anterior descend- 
ing coronary artery. The lumen was observed by flushing 
saline solution with balloon inflation. Normal saline solution, 
maintained at 37°C by a warming coil, was used as the 
irrigation fluid. 
In 11 dogs a copper coil was inserted through the right 
carotid artery to the proximal left anterior descending artery 
with the use of an 8F Sones catheter and guide wire (0.035 
in., IO.089 mm]). Thrombus formation was observed. 
Figure 2. The 0.36 mm (0.014 in.) angioplasty guide wire permits 
the angioscope to reach accurately and safely almost any branch of 
the coronary tree. The tip of the angioscope was accurately con- 
firmed by the gold marker during angioscopy. 
Clinical study. Angioscopic examination of 22 coronary 
stenotic lesions was performed in 20 consecutive patients (17 
men and 3 women, 48 to 69 years old). Ten patients had 
stable angina, 9 had a previous myocardial infarction and 1 
had an acute non-Q wave myocardial infarction. Visualiza- 
tion of 14 lesions was attempted in the left anterior descend- 
ing artery, 7 lesions in the right coronary artery, and 1 lesion 
in the left circumflex artery. In one patient who underwent 
percutaneous transluminal coronary angioplasty, changes in 
the stenotic lesions were observed. Informed consent ap- 
proved by our institutional review board was obtained from 
all patients. 
Angioscopic procedure. Immediately before the angiosco- 
pit examination, heparin (5,000 U) was injected intrave- 
nously. Then an 8F Shiley guide catheter was inserted from 
the right femoral artery to the right or left coronary ostium. 
One arm of an Advanced Catheter Systems (ACS) angio- 
plasty Y connector was attached to the proximal end of the 
guide catheter and was connected to a standard manifoldfor 
both pressure monitoring and injection of contrast material. 
The angioscopic catheter was introduced into the other 
arm of the Y connector to the coronary artery by this guide 
catheter. The USC1 angioplasty Y connector was connected 
to the end of the irrigation channel. The 0.36 mm (0.014 in.) 
angioplasty guide wire was advanced through this Y connec- 
tor to the target lesion and the angioscopic catheter was 
advanced through this guide wire. This catheter could reach 
the vicinity of the terminal (distal) segment of the anterior 
descending artery, to the distal segment of the circumflex 
artery and to the segment immediately proximal to the 
posterior descending branch of the right coronary artery. 
The location of the tip of the angioscopic catheter was easily 
confirmed by the gold marker (Fig. 2). The irrigation material 
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was similar to that used in the animal study, but heparin (10 
U/ml saline solution) was added in the clinical study. When 
a good coaxial position of the angioscope could not be 
obtained, the balloon was inflated or the tip of the angioscope 
was angulated. When replacement of blood with saline solu- 
Figure 4. A, This patient had myocardial infarction I month previ- 
ously. The right coronary arteriogram shows multiple stenoses. The 
segment observed by angioscopy is indicated by the arrow. B, Left 
coronary artery of a patient with acute non-Q wave myocardial 
infarction. An 80% stenosis is seen in the mid-left anterior descend- 
ing coronary artery. The lesion is not irregular. 
Figure 3. A, An anterograde view of the thrombus that was made 
by a copper coil in a canine coronary artery. The copper coil (left 
side) and the red and white thrombus (right side) are observed. All 
pictures of coronary lumens were duplicated from video documen- 
tation. The plaque is yellow and the surface is smooth. B, Angio- 
scopic view of the same patient shown in Figure 4A. C, Angioscopic 
view of the same patient shown in Figure 4B. An irregular surface 
with yellow atheroma is observed. The red area of the atheroma 
might be mural thrombus. 
tion in the coronary artery was not achieved or if there was a 
risk of embolization of thrombus by vigorous flushing in a 
patient with myocardial infarction, the balloon was inflated. 
We performed microscopic examination in two live dogs 
and two fresh human cadaver hearts at the site of balloon 
inflation. Major changes such as intimal or medial splitting or 
thrombus formation were not seen by hematoxylin-eosin 
stain in the dogs. Mild splitting of the internal elastic lamina 
was observed by elastica Masson’s trichome stain in one 
dog, but we did not observe this change in another dog or in 
the human cadaver coronary arteries. Because the splitting 
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Table 1. Degree of Visualization and Target Lesions Undergoing 
Angioscopy in 20 Patients 
Visualization 
Target Lesions Undergoing Angioscopy Good Moderate Poor 
Left anterior descending coronary artery 
Proximal (n = 7) 4 3 - 
Mid (n = 7) 2 3 2 
Right coronary artery 
Proximal (n = 3) 3 - - 
Mid (n = 3) - I 2 
Distal (n = 1) - 1 - 
Left circumflex coronary artery 
Mid (n = 1) 1 - - 
might be caused by overstretching of the coronary artery, we 
used a balloon with a smaller diameter than the coronary 
diameter at the proximal site of stenosis to prevent injury of 
the coronary lumen during balloon inflation. The balloon was 
inflated by hand with use of a small syringe to a volume of 
0.15 to 0.4 ml. Clearer visualization and better coaxial 
alignment could be obtained by flushing and balloon inflation 
than by flushing alone. The ability to track this angioscopic 
catheter was slightly less than the ability to track a standard 
angioplasty balloon catheter. However, there was no prob- 
lem in tracking over the guide wire. 
Results 
Animal experiments. The inner lumen and copper coil 
were demonstrated by flushing with saline solution with or 
without balloon inflation and with or without an angulated 
tip. When the coronary artery was completely occluded with 
the balloon, only 0.5 to 1 ml of saline solution was needed to 
visualize the inner lumen. Observation continued until ST 
segment elevation appeared on the electrocardiogram (usu- 
ally within approximately 25 s). 
Thin mixed white and red thrombi formed around the 
copper coil, grew in size and finally obstructed the coronary 
lumen (Fig. 3A). Thrombi were not formed on the angiosco- 
pit catheter during the procedure. 
Clinical study. In all cases the angioscopic catheter could 
be advanced with the guide wire to the target lesion. Balloon 
inflation was necessary to completely replace blood with 
saline solution in all cases in the left anterior descending 
artery and in three of six cases in the right coronary artery. 
Visualization, obtained with use of a 2 to 5 ml hand- 
controlled syringe injection, was maintained for 3 to 5 s. 
During injection of saline solution as well as contrast 
material, transient (10 to 30 s) T wave inversion with or 
without ST segment depression developed without associ- 
ated symptoms. Because the coronary artery is curved, 
coaxial alignment of the angioscope within the coronary 
lumen is difficult. We classified the observation of the target 
lesion into three groups in terms of coaxial alignment: good 
(complete visualization of the inner lumen); moderate (visu- 
alization of >50% of the inner lumen); and poor (visualiza- 
tion of <50% of the inner lumen; that is, most of the 
visualized field was vascular wall). The target lesion was 
defined by the severity of stenosis; the most severe or the 
second most severe stenosis was chosen for observation. 
I 
Igrams before and af- 
ter coronary angioplasty in a patient undergoing 
angioscopic examination. There is 68% stenosis 
in the proximal left anterior descending coronary 
artery (A); the stenosis is concentric and longitu- 
dinaliv extensive. After coronarv arkoolastv. 
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The degree of visualization and the target lesions under- 
going angioscopy are summarized in Table 1. Good to mod- 
erate visualization was obtained in proximal lesions. Effec- 
tiveness of visualization depended on the radius of the 
coronary artery. It was difficult to observe the entire lumen in 
mid or distal lesions because the narrower curvature of the 
coronary artery in these segments of the artery prevented 
coaxial alignment. 
dislodge the tip of the angioscope from the endothelium, and 
the angulation mechanism can make possible precise coaxial 
alignment in the coronary lumen in most cases. However, 
because the angioscopic catheter cannot be rotated, the 
one-directional angulation system is still a problem. 
The surface of atheroma was smooth and yellow in 
patients with stable coronary artery disease (Fig. 3B and 
4A). However, yellow atheroma was not always observed. 
Irregular surfaces with yellow atheroma were observed in 
the patient with acute non-Q wave myocardial infarction 
(Fig. 3C and 4B). The red area on the atheroma might be 
mural thrombus. Reddish and yellowish areas were seen 
after coronary angioplasty (Fig. 5). 
Complications. No major complications resulted from 
this procedure. In two patients, transient ST elevation with 
mild chest discomfort occurred for about 1 min after injec- 
tion of saline solution. These symptoms were alleviated by 
withdrawing the angioscopic catheter from the site of obser- 
vation to the proximal site of the coronary artery and, in one 
patient, by intracoronary injection of nitroglycerin. The 
obstruction of coronary flow by the angioscopic catheter was 
suspected to be the cause of ST elevation. We did not 
observe any angiographic or endoscopic findings such as 
spasm, intimal dissection, lumen enlargement or nonob- 
structive thrombus at the site of balloon inflation. 
Fourth, the inflated balloon enables the inner lumen to 
be visualized with use of only a small volume of irrigation 
fluid. This factor is important when the angioscope is used 
in large coronary arteries because the high rate of blood 
flow in such arteries makes it difficult to replace the blood 
with visualizing solution. Furthermore, because vigorous 
flushing is not needed, there is probably minimal risk that 
flushing will dislodge a thrombus from the endothelial 
surface with resultant risk of embolization. Fifth, although 
the image guide and light guide consist of stiff glass fibers, 
these fibers are mounted on the soft flexible catheter so that 
the tips of the fibers do not protrude from the catheter tip. 
Therefore, there is little risk of causing coronary dissection. 
Discussion 
Recent advances in angioscopes have enabled observa- 
tion of the coronary artery. However, the difficulty of 
coaxial alignment within the coronary artery, the lack of a 
guiding system and flexibility, and the relatively large diam- 
eter of previous instruments have limited their use in pa- 
tients undergoing cardiac catheterization. In most cases, 
angioscopy has been performed during coronary artery 
bypass surgery (5-8) animal experiments (8,9) or in post- 
mortem examination (10, I l), although the use of percutane- 
ous coronary angioscopes has also been reported (l-3). 
Clinical applications. Because our clinical cases con- 
sisted of only 20 patients, most of whom had stable angina, 
it is too early to draw conclusions on the usefulness of our 
new angioscope to perform coronary angioscopy. However, 
it is likely that further advances in coronary angioscopy will 
make it possible to correlate anatomic and pathologic fea- 
tures of coronary lesions, such as endothelial hemorrhage, 
ulceration of plaque and partially occlusive thrombus that 
are not detected by coronary arteriography. It may also be 
possible to differentiate atheroma from residual thrombus in 
patients undergoing thrombolytic treatment for acute myo- 
cardial infarction. Angioscopic observation after coronary 
angioplasty may provide insight into the mechanism of 
abrupt coronary closure and restenosis. 
We express appreciation to Hiromi Tominaga at Medical Science Co., Ltd. for 
preparing the new angioscope system. We also gratefully acknowledge the 
collaboration of Kazushige Isojima, MD, Masao Senoo, MD, Fumihiko 
Hirata. MD, Masami Fukabori, MD and Hidehiko Seguchi, MD in cardiac 
catheterization. We are also grateful to J. P. Barron, BA of St. Marianna 
University School of Medicine for revision of the manuscript. 
Advantages of the present angioscopic catheter. This 
angioscopic catheter has several advantages. First, because 
it is thin, soft and flexible, it permits observation of the 
coronary artery percutaneously at the time of diagnostic 
cardiac catheterization and during coronary angioplasty or 
thrombolytic therapy. The lumen can be visualized in both 
the proximal and the mid or distal coronary artery segments. 
Second, the use of a 0.36 mm (0.014 in.) angioplasty steer- 
able guide wire enables the angioscopic catheter to be 
inserted accurately and safely into the target lesion in any 
branch of the coronary tree. This guiding system is effective 
in coronary arteries with many major branches such as the 
left coronary artery. Third, the inflated balloon, which can 
References 
I. 
2. 
3. 
4. 
5. 
Inoue K, Kuwaki K, Ueda K, Shirai T. Angioscopy guided coronary 
thrombolysis (abstr). J Am Coll Cardiol 1987;9:62A. 
Spears JR, Spokojny AM, Marais HJ. Coronary angioscopy during 
cardiac catheterization. J Am Coil Cardiol 1985;6:93-7. 
Uchida Y, Tomaru T, Nakamura F, Furuse A, Fujimori Y, Hasegawa K. 
Percutaneous coronary angioscopy in patients with ischemic heart dis- 
ease. Am Heart J 1987;114: 1216-22. 
Sherman CT, Litvack F, Grundfest W, et al. Coronary angioscopy in 
patients with unstable angina pectoris. N Engl J Med 1986;315:913-9. 
Forrester JS, Litvack F, Grundfest W, Hickey A. A perspective of 
coronary disease seen through the arteries of living man. Circulation 
1987:75:505-13. 
367 
368 MIZUNO ET AL. JACC Vol. 13. No. 2 
ANGlOSCOPE February 1989:363-8 
6. Grundfest WS, Litvack F, Sherman T, et al. Delineation of peripheral and 
coronary detail by intraoperative angioscopy. Ann Surg 1985:202:394- 
400. 
7. Sanborn TA, Rvaaard JA. Westbrook BM, Lazar HL, McCormick JR, 
Roberts AJ. In&operative angioscopy of saphenous vein and coronary 
arteries. J Thorac Cardiovasc Surg 1986:91:339-43. 
9. Litvack F. Grundfest WS, Lee ME, et al. Angioscopic visualization of 
blood vessel interior in animals and humans. Clin Cardiol 1985;8:65-71. 
IO. Cortis BS. Hussein H, Khandekar CS, Principe J, Tkaczuk RN: Angio- 
scopy in vivo. Cathet Cardiovasc Diagn 1984:10:493-500. 
Il. Sumida S. Masuda M. Furukawa M. Visualization and recording of 
intravascular details by fiberoptic angioscopy: “Sumida-cardioan- 
gioscope”. Proceedings of International Congress of Angiology, Athens, 
Greece, 1985: 137-9. 
8. Spears JR, Marais HJ, Serur J. et al. In vivo coronary angioscopy. J Am 
Coil Cardiol 1983;1:1311~. 
